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Abstract.Our knowledge of the distribution of mercury con-
centrations in air of the Southern Hemisphere was until re-
cently based mostly on intermittent measurements made dur-
ing ship cruises. In the last few years continuous mercury
monitoring has commenced at several sites in the Southern
Hemisphere, providing new and more refined information.
In this paper we compare mercury measurements at several
remote sites in the Southern Hemisphere made over a period
of at least 1 year at each location. Averages of monthly medi-
ans show similar although small seasonal variations at both
Cape Point and Amsterdam Island. A pronounced seasonal
variation at Troll research station in Antarctica is due to fre-
quent mercury depletion events in the austral spring. Due to
large scatter and large standard deviations of monthly aver-
age median mercury concentrations at Cape Grim, no sys-
tematic seasonal variation could be found there. Neverthe-
less, the annual average mercury concentrations at all sites
during the 2007–2013 period varied only between 0.85 and
1.05 ngm−3. Part of this variability is likely due to systematic
measurement uncertainties which we propose can be further
reduced by improved calibration procedures. We conclude
that mercury is much more uniformly distributed throughout

the Southern Hemisphere than the distributions suggested by
measurements made onboard ships. This finding implies that
smaller trends can be detected in shorter time periods. We
also report a change in the trend sign at Cape Point from de-
creasing mercury concentrations in 1996–2004 to increasing
concentrations since 2007.

1 Introduction

Our knowledge of the distribution of mercury in air over
the Southern Hemisphere is mostly based on measurements
made during ship cruises. According to the most compre-
hensive review of shipboard measurements made between
1990 and 2009 by Soerensen et al. (2012) mercury con-
centrations varied between 0.72 ngm−3 reported by Kuss et
al. (2011) for the southern Atlantic Ocean and 2.20 ngm−3
observed by Xia et al. (2010) over the southeastern Indian
Ocean. These data were collected in different areas during
different seasons, typically over a period of 1 or 2 months.
Only a few of these measurements were accompanied by
measurements of tracers specific to anthropogenic pollution
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and the influence from the ship such as CO, nitrogen ox-
ides, and particles. Consequently, the influence of sources
such as from biomass burning, regional pollution, and pol-
lution from the ship itself could not be properly filtered out
from the data. Part of the reported variability may also be
due to the use of frequently undeclared and non-uniform
standard conditions under which these concentrations are re-
ported. Mercury concentrations in ngm−3 are usually re-
ported at a standard pressure of 1013 hPa and a standard
temperature of 273.14K. However, some researchers and or-
ganisations use 293.14K or 298.14K. Since the same con-
centrations reported at 273.14 and 298.14K differ by almost
10%, the non-uniform standard conditions alone would pre-
vent the detection of the statistically significant decrease in
annual median mercury concentrations at Cape Point from
∼ 1.3 ngm−3 in 1996 to below 1.2 ngm−3 in 2004 (Slemr et
al., 2008). Lastly, averages and standard deviations are quite
frequently quoted without the number of measurements on
which they are based. This means that the averages or medi-
ans cannot be weighed by the number of the measurements. It
also makes statistical tests for the differences of averages im-
possible. It is not surprising that, using such data, Soerensen
et al. (2012) concluded that no significant trend in the South-
ern Hemisphere could be detected so far. While we agree
with this conclusion, a qualification is required: the quality
of the data used by Soerensen et al. (2012) does not allow
detection of trends smaller than their variability, i.e. some
50% or even more. Consequently, with trends of up to∼ 2%
per year (Slemr et al., 2008; Ebinghaus et al., 2011), it would
take several decades to detect trends from measurements on-
board ships.
Recently, mercury has been measured continuously at sev-

eral remote sites in the Southern Hemisphere over periods of
a year or more. In this paper we will compare these mea-
surements in terms of their monthly and annual statistics. We
selected stations which are either baseline stations (Amster-
dam Island, Troll research station in Antarctica) or where
additional measurements (e.g. CO, 222Rn, wind direction,
aerosol) allow us to filter out baseline conditions (Cape Point
and Cape Grim). The results show that atmospheric mer-
cury is more uniformly distributed over the Southern Hemi-
sphere than the measurements onboard ships suggest. Sta-
tionary sites with continuous and reproducible measurements
of higher quality over longer periods allow for the detection
of smaller trends in shorter time periods.

2 Experimental

Figure 1 shows the location of the sites whose data are used
in this paper: Amsterdam Island, Cape Grim, Cape Point,
Troll research station, and Galápagos Archipelago.
The Cape Point site (CPT, 34◦21′ S, 18◦29′ E) is operated

as one of the Global Atmospheric Watch (GAW) baseline
monitoring observatories of the World Meteorological Orga-

Figure 1. The location of the sites whose data are reported in this
paper.

nization (WMO). The station is located on the southern tip
of the Cape Peninsula within the Cape Point National Park
on top of a peak 230m a.s.l. and about 60 km south of Cape
Town. The station has been in operation since the end of the
1970s and its current continuous measurement portfolio in-
cludes Hg, CO, O3, CH4, N2O, 222Rn, CO2, several halocar-
bons, particles, and meteorological parameters. The station
receives clean marine air masses for most of the time. Occa-
sional events with continental and polluted air can easily be
filtered out using a combination of the CO and 222Rn mea-
surements (Brunke et al., 2004). Gaseous elemental mercury
(GEM) was measured by a manual amalgamation technique
(Slemr et al., 2008) between September 1995 and December
2004 and has been measured by the automated Tekran 2537B
instrument (Tekran Inc., Toronto, Canada) since March 2007.
Only the Tekran data are reported here. These data were
obtained in compliance with the standard operating proce-
dures of the GMOS (Global Mercury Observation System,
www.gmos.eu) project. The instrument has been run with a
15min sampling frequency. For data analysis, 30min aver-
ages were used. On average, 30% of the data were classified
as baseline using the 222Rn≤ 250mBqm−3 criterion.
Amsterdam Island (AMS, 37◦48′ S, 77◦33′ E) is a small

isolated island (55 km2) located in the Indian Ocean 3400 km
east of Madagascar. AMS is a GAW global station estab-
lished in 1967. The climate of Amsterdam Island is mild
oceanic, with frequent presence of clouds. Measurements
are performed at Pointe Bénédicte station, which is located
2 km west of the Saint Martin de Viviès base on the edge
of a cliff 55m a.s.l. (GPS coordinates: 37◦48′ S, 77◦33′ E).
GEM has been measured using a Tekran 2537B connected to
a Tekran 1130/1135 speciation unit since January 2012 with
a 5min sampling frequency. For data analysis, 1 h averages
were used. Details on operation and calibration procedures
are given in Angot et al. (2014) and follow GMOS standard
operating procedures. The station receives clean marine air
masses almost all the time.
The Norwegian Antarctic Troll research station (TRS) is

located in QueenMaud Land at 72◦01′ S and 2◦32′ E at an el-
evation of 1275m and about 220 km from the Antarctic coast.
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Figure 2. Location of the Cape Grim station and definition of the
baseline sector.

The station has been in operation since January/February
2007 and its current continuous measurements include mer-
cury, CO, O3, particles, greenhouse gases, hydrocarbons,
persistent organic compounds (POPs) and meteorological pa-
rameters (Hansen et al., 2009; Pfaffhuber et al., 2012). Mer-
cury has been measured using the Tekran 2537B instrument
since February 2007 with a 5min sampling frequency. For
data analysis, 1 h averages were used. The original mercury
concentrations were reported at a standard temperature of
293.14K and were converted to the standard temperature of
273.14K to be comparable with all other data reported here.
The Cape Grim Baseline Air Pollution Station is located

on the north-western coast of Tasmania, Australia (40◦41′ S,
144◦41′ E, Fig. 2). The Cape Grim Baseline Air Pollution
Station was established in 1976 to monitor and study global
atmospheric composition and is part of the WMO GAW pro-
gramme. Measurements at Cape Grim include greenhouse
gases such as CO2, CH4, N2O, O3, reactive nitrogen oxides,
stratospheric ozone depleting chemicals such as chlorofluo-
rocarbons (CFCs), radon, and GEM. The Tekran 2537A in-
strument was run with 5min sampling time. For data analy-
sis, 15min averages were used. Additionally, meteorological
parameters are measured, such as wind speed and direction,
rainfall, temperature, humidity, air pressure, solar radiation,
along with condensation nuclei (CN) concentration (parti-
cles greater than 10 nm), ultrafine condensation nuclei con-
centration (greater than 3 nm), aerosol absorption, aerosol
scattering, cloud condensation nuclei concentration and rain-
fall chemical composition. Baseline conditions are defined
as those with wind directions at 50m altitude lying between
190 and 280◦. In addition, CN should be less than a thresh-
old concentration determined from 5 years of CN data for the
current month based on the 90th percentile of CN hourly me-
dians for this period, interpolated using cubic splines to give
daily values (Fig. 2). During 2011–2013, the station received
baseline marine air for 33% of the time.

All mercury measurements reported here were made by an
automated dual channel, single amalgamation, cold vapour
atomic fluorescence analyser (Tekran-Analyzer model 2537
A or B, Tekran Inc., Toronto, Canada). The instrument fea-
tures two gold cartridges. While one is adsorbing mercury
during a sampling period, the other is being thermally des-
orbed using argon as a carrier gas. Mercury is detected us-
ing cold vapour atomic fluorescence spectroscopy (CVAFS).
The functions of the cartridges are then interchanged, allow-
ing continuous sampling of the incoming air stream. The
instrument can be combined with a speciation unit (Tekran
1130/1135) consisting of a denuder, aerosol filter and pyrol-
yser that enables a determination of GEM, gaseous oxidised
mercury (GOM), and particle-bound mercury (PM, < 2.5μm)
typically every 2–3 h (Landis et al., 2002). Operation and
calibration of the instruments follow established and stan-
dardised procedures (e.g. Steffen and Schroeder, 1999). All
mercury concentrations reported here are given in ngm−3 at
273.14K and 1013 hPa.
In this paper we compare measurements at different sites

in terms of monthly and annual average and median concen-
trations. Random uncertainties of individual measurements
will average out and all we have to discuss are thus the sys-
tematic uncertainties, i.e. biases. The Tekran analyser is a
complex instrument and the systematic uncertainties of its
measurements depend on the operation procedure, the per-
formance of the instrument, and the experience of its opera-
tors. All instruments used in this study are equipped with an
internal mercury permeation source that is used to check and
adjust periodically the instrument span and zero, typically
every 25–72 h depending on the standard operating proce-
dures that are used. This periodical internal calibration re-
moves drifts both in span and zero that are caused mostly by
the temperature and ageing of the fluorimeter lamp. The per-
meation rate of ∼ 1 pgHg s−1 is, however, too low to allow
a gravimetric determination of the permeation rate within a
reasonable time period, as is usually done when certifying
permeation devices for other gases (Barratt, 1981). Conse-
quently, the permeation rate is calibrated every 6–12 months
by repeated injection (at least 10 injections) of known vol-
umes of gas saturated with mercury vapour at a known tem-
perature. A skilled operator can achieve an individual injec-
tion precision of ∼ 3%, resulting in an uncertainty of ∼ 1%
for 10 injections. The flow rate uncertainty of ∼ 1% repre-
sents the second major contribution to the overall systematic
uncertainty (Widmer et al., 1982). Adding smaller contribu-
tions from uncertainties associated with the injected volume
and the temperature of the mercury vapour saturating device
yields an overall systematic uncertainty of ∼ 3%. We con-
sider this to be the lower limit of the overall systematic un-
certainty because this estimate assumes ideal performances
of the instrument, its internal permeation device, the calibra-
tion mercury vapour saturating device, the injection syringes,
as well as of the instrument operators.
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A comprehensive analysis of all random and system-
atic uncertainties involved in a single manual determina-
tion of mercury concentration in air is given by Brown et
al. (2008), who estimated the combined relative uncertainty
to be 16.7% at the concentration of 1.2 ngm−3. This uncer-
tainty includes the uncertainty from different published mer-
cury vapour pressure curves and can be reduced to 12.6%
when one vapour pressure curve is accepted to be correct, as
is the case here. This uncertainty analysis, however, is not
directly applicable to measurements with the Tekran instru-
ment because most items in the uncertainty budget are ran-
dom rather than systematic. The combined systematic uncer-
tainty (square root of the sum of uncertainties in quadrature)
from uncertainties in flow calibration (2%) and detector cal-
ibration (7%) would be ∼ 7%. Since one vapour pressure
curve was used, the 5.5% uncertainty in the saturated mer-
cury concentration can be neglected. The overall systematic
uncertainty would then be ∼ 3% and is comparable to our
estimate.
Contributions of deviations from an ideal performance,

such as slow deactivation of the traps, difference between
the concentrations from the two traps, contamination of
the switching valves and traps, and leaks (Steffen et al.,
2012), are difficult to quantify. Thus we take published
results of Tekran instrument intercomparisons as a mea-
sure of practically achievable systematic uncertainty. In
an intercomparison described by Ebinghaus et al. (1999)
three Tekran instruments that were operated side by side at
Mace Head were biased by 0.02–0.11 ngm−3 (median 0.01–
0.13 ngm−3) against each other. With an average concen-
tration of 1.75 ngm−3, this represents the highest system-
atic uncertainty of ∼ 6%. Two Tekran instruments were run
side by side for 4 days at a site in Tuscany in June 1998
(Munthe et al., 2001) with an average bias of 9%. Mercury
was measured by five Tekran instruments for 28 days within
a 6-week period in May and June 2006 at German EMEP
station Waldhof (Aas et al., 2006). The median concentra-
tions were 2.02, 1.88, 1.77, 1.70, and 1.69 ngm−3, and their
average was 1.81± 0.14 ngm−3. The average bias was thus
∼ 8% and the bias between the instruments with the lowest
and highest readings was∼ 18% (related to the average con-
centrations). In summary, based on experimental evidence,
we can expect an average systematic uncertainty of ∼ 10%,
in extreme cases up to 20%.
Despite using the same instrumentation, the measurements

may target different mercury species at different sites, de-
pending on their configuration and/or local conditions. At
Amsterdam Island the instrument was operated with the
Tekran 1130/1135 speciation unit. It showed GOM con-
centrations of less than 5 pgm−3 representing less than
1% of the total gaseous mercury (TGM) concentrations of
∼ 1 ngm−3 (Angot et al., 2014). The data for Amsterdam
Island presented here are stated explicitly as GEM. The in-
struments at Cape Point, Cape Grim, and Troll research sta-
tion are operated without speciation units but with PTFE

(Teflon) filters to protect the instrument from sea salt and
other particles. Although not proven, we assume that the sur-
face active GOM in the humid air of the marine boundary
layer at Cape Point and Cape Grim will be filtered out to-
gether with PM, partly by the salt particle loaded PTFE filter
(denuders coated with KCl are used to adsorb GOM (Lan-
dis et al., 2002)) and partly on the walls of the inlet tubing.
Consequently, we assume that measurements at Cape Point
and Cape Grim represent GEM only and are thus directly
comparable to those at Amsterdam Island. Although at Troll
research station the same configuration with a PTFE filter
is used, measurements by Temme et al. (2003) showed that
at the low temperature and humidity prevailing at this site,
GOM passed the inlet tubing and the PTFE filter. The mea-
surements at Troll research station are thus assumed to rep-
resent TGM. As the GOM concentrations at Amsterdam Is-
land in particular and in the marine boundary layer in general
are below 10 pgm−3 (Soerensen et al., 2010; Angot et al.,
2014), the difference between TGM and GEM at Amsterdam
Island, Cape Grim and Cape Point is usually less than 1%,
which is insignificant when compared with the uncertainties
discussed above. Consequently, GEMmeasurements at Cape
Point, Cape Grim and Amsterdam Island are comparable to
TGM measured at Troll research station. We caution, how-
ever, that recent studies have shown that the KCl-coated de-
nuder in the Tekran speciation technique does not efficiently
collect all GOM (Gustin et al., 2013; Huang et al., 2013; Am-
brose et al., 2013). The bias between the TGMmeasurements
at Troll research station and GEM measurements at all other
stations can thus be larger.
The pair data difference tests were done using a t test

(Kaiser and Gottschalk, 1972). AMann–Kendal test for trend
detection and the estimate of Sen’s slope were made using the
program by Salmi et al. (2002).

3 Results and discussion

3.1 Comparison of seasonal variations

Figure 3 shows seasonal variation of median mercury con-
centrations at Amsterdam Island, Cape Point, Cape Grim,
and Troll research station in Antarctica during 2011–2013.
Plotted are the averages of monthly median mercury concen-
trations and their standard deviations. We prefer here the use
of monthly medians because they are less influenced by ex-
treme values. The medians for Cape Point and Cape Grim
were calculated both from unfiltered data and data filtered
using the 222Rn≤ 250mBqm−3 criterion for Cape Point and
the baseline criteria mentioned above for Cape Grim. Pair
tests for systematic differences between the monthly medi-
ans of filtered and unfiltered data (Kaiser and Gottschalk,
1972) did not show any significant difference (significance
level < 95%) at both sites. Thus pollution events occasion-
ally observed at Cape Point (Brunke et al. 2012; Slemr et
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Figure 3. Seasonal variation of average monthly medians of mer-
cury concentrations in 2011–2013 at Cape Point (no data in Febru-
ary 2011) and Troll research station (no data in September and Oc-
tober 2011). At Amsterdam Island the data cover only the 28 Jan-
uary 2012 to 31 December 2013 period and, at Cape Grim, data
from January to August and November 2011, and April, May and
October 2013 are missing. Bars denote the standard deviation of the
monthly averages.

al., 2013) and at Cape Grim have no substantial influence on
the monthly medians of mercury concentrations. This finding
also has implications for the data from Amsterdam Island: if
the influence of continental air masses is unimportant at Cape
Point located on the coast of South Africa and at Cape Grim
near the Australian continent, even less influence can be ex-
pected at Amsterdam Island, an isolated island in the mid-
dle of the Indian Ocean. Consequently, medians of unfiltered
data from all sites were used when constructing this figure.
The smallest seasonal variation, within ∼ 0.1 ngm−3, is

observed at Cape Point and Amsterdam Island, and the data
which vary around 1 ngm−3 are very similar. In fact, a pair
test for the differences in monthly medians (23 months) re-
vealed no significant difference (significance level < 95%)
between the measurements at Amsterdam Island and Cape
Point. Standard deviations of monthly medians averaged over
3 years (2011–2013) at Cape Point tend to be somewhat
larger than those averaged over 2 years at Amsterdam Island,
possibly due to inter-annual variations. Taking the standard

deviations into account, there is no seasonal variation dis-
cernible at both sites.
The seasonal variation at Troll research station is, at

∼ 0.2 ngm−3, substantially larger, whereas the monthly stan-
dard deviations are comparable to those at Cape Point. Min-
imum values are observed in October, November, and De-
cember, which are the months with frequent mercury deple-
tion events in Antarctica (Temme et al., 2003; Pfaffhuber et
al., 2012), and maximum values tend to occur in February
and March and are, at∼ 1.1 ngm−3, somewhat higher than at
Cape Point and Amsterdam Island. In November and Decem-
ber the monthly average concentrations are, at ∼ 0.9 ngm−3,
somewhat lower than at Cape Point and Amsterdam Island
but comparable when averaged over the whole year (see Ta-
ble 1). A pair test for differences in monthly medians at
Cape Point, Amsterdam Island, and Troll research station re-
vealed no statistically significant difference between them in
the 2011–2013 period (33 months for Cape Point vs. Troll,
24 months for Amsterdam Island vs. Troll). There is a sig-
nificant difference (> 99%, 79 months) between medians at
Cape Point and Troll research station over the period 2007–
2013, which might be due to different trends at both sites.
Cape Grim data show the largest seasonal variation of

∼ 0.25 ngm−3, the largest monthly standard deviations, and
the lowest annual average concentration of ∼ 0.85 ngm−3
of all four sites, some 15% below the annual mean con-
centrations at all other sites. Large standard deviations in
September and October coincide with similar variability at
Troll research station and Cape Point. Large and random
scatter of the monthly values in other months suggests that
the data from Cape Grim are not as homogeneous as those
from other sites. Pair tests for differences in monthly me-
dians detected a highly significant systematic difference be-
tween data from Cape Point and Amsterdam Island on the
one hand and those from Cape Grim on the other (Cape
Point vs. Cape Grim: > 99.9%, 23 months; Amsterdam Is-
land vs. Cape Grim: > 99.9%, 21 months). Without addi-
tional QA/QC effort we cannot find out how many of these
differences between the data from Cape Grim and from the
other three sites are due to regional differences and/or due
to the systematic uncertainties discussed in the experimental
section.

3.2 Comparison of annual averages

The annual averages and medians for the Amsterdam Is-
land, Cape Point, Cape Grim, and Troll research stations
are given in Table 1. The table also contains an average of
monthly medians for March, April, May, June, and October
2011 for Galápagos Archipelago (Wang et al., 2014). Lo-
cated just south of the Equator, Galápagos Archipelago may
be influenced by northern hemispheric air, especially in Jan-
uary, when the intertropical convergence zone (ITCZ) is at
its southernmost position (Wang et al., 2014). The band of
mixed northern and southern hemispheric air at ITCZ in the

www.atmos-chem-phys.net/15/3125/2015/ Atmos. Chem. Phys., 15, 3125–3133, 2015
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Table 1. Comparison of annual average and median mercury concentrations at Amsterdam Island, Cape Point, Cape Grim, Troll research
station, and Galápagos Archipelago. Hourly data were available for Amsterdam Island and Troll research station, half-hourly data for Cape
Point, 5–15min data for Cape Grim, and monthly averages for Galápagos Archipelago. All concentrations are given in ngm−3 at 273.14K
and 1013 hPa.

Site 2011 2012 2013

Average and Median, number Average and Median, number Average and Median, number
standard deviation of measurements standard deviation of measurements standard deviation of measurements

Cape Point 0.923± 0.106 0.934, 13 918 1.017± 0.095 1.018, 15 040 1.052± 0.160 1.040, 7809
Amsterdam Island No data No data 1.025± 0.065a 1.028, 6164a 1.028± 0.096 1.027, 7410
Cape Grim 0.959± 0.146b 0.976, 3692b 0.872± 0.130 0.854, 35 097 0.848± 0.112c 0.858, 36 310c
Troll 1.032± 0.192 1.061, 5876 1.052± 0.160 1.040, 7809 0.970± 0.162 1.000, 8196
Galápagos Archipelago 1.054± 0.087d 1.041, 5 monthsd,e No data No data No data No data

a Temporal coverage 28 January 2012–31 December 2012.
b Only September, October and December covered by measurements.
c No data in April, May and October.
d Only March, April, May, June, and October data were considered; February eliminated because of ITCZ proximity.
e Average of monthly medians.

Figure 4. Annual average mercury concentrations at Cape Point,
Amsterdam Island, Cape Grim, Troll research station and Galapa-
gos Archipelago (Wang et al., 2014). Note that the 2013 annual av-
erages at Cape Point and Amsterdam Island fall together.

marine boundary layer over the Atlantic Ocean tends to be
quite narrow, usually less than 500 km broad (Slemr et al.,
1985). If the same applies for the region around Galápagos
Archipelago, then data from December, January and Febru-
ary could have been influenced by northern hemispheric air.
Thus data for February 2011, although available, were not
included.
Figure 4 shows an overview of the average mercury con-

centrations measured at different southern hemispheric sites
during 2007–2013. It does not show the average mercury
concentration of 1.32± 0.23 ngm−3 measured at a coastal
site in Suriname for the season when the ITCZ is located
north of the site and air originates from the South Atlantic
(Müller et al., 2012). As the ITCZ moves seasonally over the

site in Suriname, the influence of northern hemispheric air is
greater than at Galápagos Archipelago. Moreover, this site is
also influenced by emissions from large-scale biomass burn-
ing in the Amazonas region (Ebinghaus et al., 2007; Müller
et al, 2012). And last but not least, no annual statistics for
southern hemispheric air can be made for Suriname because
only seasonal concentrations are available. For these reasons,
the measurements at Suriname are not included in further dis-
cussion.
Most of the annual medians and averages for individual

sites in Table 1 differ by less than 0.02 ngm−3, implying that
the data are nearly normally distributed. Only at the Troll re-
search station do the differences between annual medians and
averages tend to be larger, while the medians tend to exceed
the averages (in 6 of the 7 years). This is probably due to
the extremely low values during the depletion events which
occur during the Antarctic spring.
The annual averages and medians at Amsterdam Island

and Cape Point differ by 0.01 and 0.01 ngm−3, respec-
tively, in 2012, and by 0.02 and 0.01 ngm−3, respectively,
in 2013. When compared over the overlapping period in
2012 (28 January–31 December), the averages and medians
at both sites differed merely by 0.00 and 0.01 ngm−3, respec-
tively. The differences between Troll research station and
the two other stations (Amsterdam Island and Cape Point)
are substantially larger, by as much as 0.11 and 0.13 ngm−3
for 2011 averages and medians, respectively. In 2012 and
2013 the differences are below 0.1 ngm−3. Annual averages
over the period of 2007–2013 show that the difference be-
tween Cape Point and Troll research station never exceeded
0.14 ngm−3, reached in 2009, and the average difference
was 0.06 ngm−3. The highest difference in medians was
0.20 ngm−3, also in 2009, and the average difference was
0.08 ngm−3.
Larger concentration differences are observed between

Cape Grim and all other sites in 2011–2013. The annual
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averages and medians at Cape Grim were lower than at
Amsterdam Island by 0.15 and 0.17 ngm−3, respectively,
in 2012, and by 0.18 and 0.17 ngm−3, respectively, in
2013. The differences in annual averages and medians at
Cape Grim and Cape Point were somewhat lower in 2012
and somewhat higher in 2013 than the corresponding dif-
ferences between Cape Grim and Amsterdam Island. In
2011, data for Cape Grim and Cape Point overlap only for
the period from September 6 to October 19. In this pe-
riod, the average and median concentrations at Cape Grim
were, at 1.03± 0.11 (n = 2328) and 1.04 ngm−3, respec-
tively, substantially higher than 0.86± 0.07 (n = 1474) and
0.86 ngm−3, respectively, at Cape Point.
Figure 4 shows that the annual average mercury con-

centrations at all sites vary within ∼ 0.2 ngm−3 from
0.85 ngm−3 (Cape Grim in 2013) to∼ 1.05 ngm−3 (Galápa-
gos Archipelago in 2011 and Troll research station in 2012).
It is not clear how much of this variability is real or due to
systematic uncertainty issues discussed in the experimental
chapter. We believe that both components contribute and that
the real variability of the annual average or median mercury
concentrations at southern hemispheric sites not influenced
by local and regional pollution is lower. Assuming a sys-
tematic uncertainty of ∼ 10% (see Experimental), the real
variability at 1 ngm−3 in the Southern Hemisphere would be
∼ 0.1 ngm−3. This number can be viewed as a preliminary
threshold for judging how representative the trends observed
at any background site in the Southern Hemisphere are. With
this threshold, much smaller trends at shorter time periods
can be detected by long-term measurements at several sites
when compared to shipboard measurements as reviewed by
Soerensen et al. (2012).

3.3 Trend at Cape Point

Figure 4 shows an overall tendency of annual average
mercury concentrations for Cape Point to increase with
time. The Mann–Kendall test applied to annual averages
and medians for 2007–2013 does not reveal a significant
trend. However, when applied to monthly medians and av-
erages, the trend is highly significant (at 99.99% signifi-
cance level for averages and at 99.96% for medians). Senn’s
slope calculated frommonthly averages is 0.018 ngm−3 yr−1
(0.008–0.026 ngm−3 yr−1 at a significance level of 95%)
and, from monthly medians, 0.016 ngm−3 yr−1 (0.007–
0.025 ngm−3 yr−1). This is the first analysis suggesting that
mercury concentrations are increasing, as would be ex-
pected based on increasing worldwide anthropogenic emis-
sions (Streets et al., 2009; Muntean et al., 2014). A decreas-
ing trend of −0.015 ngm−3 yr−1 was derived from annual
medians at Cape Point in the years 1996–2004 (Slemr et al.,
2008), implying that the turning point was located between
2004 and 2007.
No trend could be detected in annual and monthly data

from Troll research station over the same period: seven an-

nual averages and medians are not sufficient for trend detec-
tion as they were for Cape Point, and the trend in monthly
averages and medians is probably masked by the strong sea-
sonal variation. All other southern hemispheric data sets are
too short for any trend detection.
Over 7 years of measurements at Cape Point the concen-

trations had increased by 0.12 ngm−3 when calculated from
the trend of the monthly averages and 0.11 ngm−3 from the
trend of the monthly medians. The changing trend from a
decrease during the 1996–2004 period to an increase during
2007–2013 at Cape Point is not the only sign that the hemi-
spheric trends in mercury concentrations are changing. An
analysis of 1996–2013 data from Mace Head, classified ac-
cording to the geographical origin of the air masses, showed
a) that the downward trend of mercury concentration in air
masses originating from over the Atlantic Ocean south of
28◦ N is substantially lower than for all other classes orig-
inating north of 28◦ N and b) that all downward trends for
air masses originating from north of 28◦ N are decelerating
(Weigelt et al., 2015). The apparent inconsistency that no de-
celerating trend for air masses from south of 28◦ Nwas found
can be explained by the fact that the changes of a smaller
trend are likely to be more difficult to detect.

4 Conclusions

We compared mercury concentrations measured at Cape
Point, Amsterdam Island, Cape Grim, and Troll research
station in Antarctica. Amsterdam Island and Troll research
station are background stations per se, and at Cape Point
and Cape Grim the influence of local and regional pollu-
tion can be eliminated by using filters such as CO and 222Rn
or wind direction and aerosol concentrations. No system-
atic difference was found between the unfiltered and filtered
monthly median mercury concentrations at Cape Point and
Cape Grim. We find that in terms of annual averages and
medians the gradients of background mercury concentrations
within the Southern Hemisphere are small and do not exceed
0.2 ngm−3. Taking into account a systematic measurement
uncertainty of ∼ 0.1 ngm−3, the real variability could be as
low as 0.1 ngm−3. This is much lower than the variability of
shipboard mercury measurements on which the discussions
of secular trends of mercury concentrations have relied so far.
Consequently, smaller trends at shorter time periods can be
detected by increasingly available long-term measurements
at background sites in the Southern Hemisphere. The pre-
liminary threshold of ∼ 0.1 ngm−3 for trend detection will
further decrease when the comparability of the data sets im-
proves.
The discussion of the measurement uncertainties shows a

large difference between a small theoretical uncertainty and
the much larger uncertainty achieved experimentally during
several intercomparisons. Sampling flow rate can be pre-
cisely calibrated, and thus we believe that most of the “sur-
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plus” uncertainty comes from the behaviour and calibration
of the Tekran internal permeation source. The issues related
to the injection of known amounts of mercury are relatively
well known (for example, not all syringes and replacement
needles are suitable) and the uncertainty caused by them can
be reduced by meticulous work. To the best of our knowl-
edge we could not find any information about the dynamical
behaviour of the internal permeation source that would en-
able one to calculate how much time is needed to stabilise
the permeation rate (Barratt, 1981). Working practice, how-
ever, suggests that the time needed to stabilise the perme-
ation rate increases with the decreasing permeation rate. We
surmise that the very small permeation rate of the device in
the Tekran instrument needs days rather than hours to sta-
bilise within a 1% margin required for precision measure-
ments (Barratt, 1981). We thus conclude that the limited time
of the cruises and the field conditions onboard ships are at
least partly responsible for the large spread of the data from
shipborne measurements.
We also report here an increasing trend for mercury con-

centrations at Cape Point for the period 2007–2013. No sig-
nificant trend could be detected in mercury concentrations
measured at Troll research station in Antarctica over the
same period, but this is at least partly due to pronounced sea-
sonal variations at Troll. As mercury concentrations at Cape
Point decreased over the period 1996–2004, we conclude that
the trend must thus have changed in direction between 2004
and 2007. Such change is qualitatively consistent with the
trend changes observed at Mace Head in the Northern Hemi-
sphere (Weigelt et al., 2014).
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